Residual, (% FSR)

Sea-Bird Electronics, Inc.

13431 NE 20th Street, Bellevue, WA 98005-2010 USA
Phone: (+1) 425-643-9866 Fax (+1) 425-643-9954 Email: seabird@seabird.com

SENSOR SERIAL NUMBER: 6619 SBE19plusV2 PRESSURE CALIBRATION DATA

CALIBRATION DATE: 22-Jan-14 508 psia S/N 3097822

COEFFICIENTS:

PAO = -5.774504e-002 PTCAO0 = 5.249530e+005

PAl = 1.551037e-003 PTCAl = 1.070095e+000

PAZ2 = 6.768551e-012 PTCA2 = -1.300063e-001

PTEMPAO = -6.483936e+001 PTCBO = 2.495187e+001

PTEMPAl = 5.091227e+001 PTCBl1 = -6.250000e-004

PTEMPA2 = -5.614595e-002 PTCB2 = 0.000000e+000

PRESSURE SPAN CALIBRATION THERMAL CORRECTION

PRESSURE INST THERMISTOR COMPUTED ERROR TEMP THERMISTOR  INST
PSIA OUTPUT OUTPUT PRESSURE  %FSR ITS90 OUTPUT OUTPUT
14.79 534479.0 1.7 14.79 -0.00 32.50 1.92 534615.92
105.05 592614.0 1.7 105.04 -0.00 29.00 1.85 534640.85
205.05 656988.0 1.7 205.02 -0.01 24.00 1.75 534672.06
305.05 721344.0 1.7 305.04 -0.00 18.50 1.64 534694.06
405.06 785658.0 1.7 405.05 -0.00 15.00 1.57 534704.10
505.06 849938.0 1.7 505.06 -0.00 4.50 1.36 534722.62
405.07 785679.0 1.7 405.08 0.00 1.00 1.29 534719.54
305.06 721370.0 1.7 305.08 0.00
205.06 657023.0 1.7 205.08 0.00 TEMP (ITS90) SPAN (mV)
105.07 592645.0 1.7 105.08 0.00 -5.00 24.95
14.78 534479.0 1.7 14.79 0.00 35.00 24.93

y = thermistor output; t = PTEMPAO + PTEMPA1 * y + PTEMPA2 * y
x = pressure output - PTCAO - PTCA1 * t - PTCA2 * t*
n=x * PTCBO/(PTCBO + PTCB1 * t + PTCB2 * t2)
pressure (psia) = PAO + PA1 * n + PA2 * n’
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